An ascending thoracic aortic aneurysm (ATAA) is a serious medical condition which, more often than not, requires surgery. Aneurysm diameter is the primary clinical criterion for determining when surgical intervention is necessary. However, biomechanical studies have shown that the peak wall stress is a much better indicator of patient rupture risk for other types of aneurysms. In this manuscript, a method for obtaining the patient specific wall stress distribution of the ATAA and the retrospective rupture risk for each patient is presented. Five human ATAAs were obtained during elective surgeries to replace each patient's aneurysm with a synthetic graft. In addition, the preoperative ECG-gated dynamic CT scans for each patient were provided. The material properties and rupture stresses for each tissue sample were identified by performing bulge inflation tests. The dynamic CT scans were used to generate patient specific geometries for a finite element model of each patient's aneurysm. The material properties from the bulge inflation tests were implemented in the finite element model and the wall stress distribution at four different pressures was estimated. Three different rupture risk indices were compared: diameter, rupture risk, and overpressure. The wall stress distribution in the ATAA was complex. The peak wall stress ranged from 28 -94% of the rupture stress of the sample. The rupture risk and overpressure indices were both only weakly correlated with diameter ( = −0.29, both cases). In addition, the results revealed a path towards the non-invasive identification of patient specific material properties directly from the dynamic CT images. In the future we plan to conduct a large experimental and computational study that includes asymptomatic patients under surveillance, patients undergoing elective surgery, and patients that have experienced rupture or dissection to determine if peak wall stress, the rupture risk index, or maximum diameter can meaningfully differentiate between the groups.
Introduction
Ascending thoracic aortic aneurysms (ATAA) are a localized ballooning of the aorta. Approximately 30,000 people in Europe and 15,000 people in the United States are diagnosed with an ATAA each year (Johansson et al., 1995; Ramanath et al., 2009) . Early detection of ATAAs is hampered by the fact that most ATAAs are asymptomatic and are only detected as incidental findings during the investigation of other conditions. Patient treatment is focused on timely surgery since spontaneous rupture or dissection is almost always fatal (Chau and Elefteriades, 2013; Coady et al., 1999; Davies et al., 2002; Juvonen et al., 1997) . Surgical intervention is indicated for ATAAs with diameters larger than 5.5 cm or for fast growing aneurysms (> 0.15 cm per year) (Chau and Elefteriades, 2013; Coady et al., 1999 Coady et al., , 1997 . Since the standard approach for ATAA repair is open heart surgery, resection continues to be challenging (Martufi et al., 2014) . The majority of patients with an ATAA are elderly further increasing the risk of surgical complications (Ramanath et al., 2009 ). Ideally, the optimal time for surgical intervention would be determined on a patient specific basis by identifying when the risk of aneurysm rupture or dissection exceeds the risk of surgical complications.
The broad guideline given by the maximum diameter criterion is insufficient for developing patient specific risk assessments. The diameter criterion of 5.5 cm for ATAAs was developed by studying the incidence of dissection and rupture in a large population. Consequently, patients with aneurysms smaller than 5.5 cm still have a 5-10% chance of experiencing aneurysm rupture, aneurysm dissection, or death (Chau and Elefteriades, 2013; Coady et al., 1999; Elefteriades and Farkas, 2010) . Possibly more insidious, even at 6 cm only 31% of patients have experienced complications suggesting that many large aneurysms are resected that might have remained stable for the patient's lifetime (Chau and Elefteriades, 2013; Polzer et al., 2013; Sundt, 2013) . To move towards the ideal case of patient specific risk assessments, several biomechanical criteria have been explored for aortic aneurysms including wall stress (Fillinger et al., 2003; Gasser et al., 2010; Raut et al., 2013a; Vande Geest et al., 2006a) , over-pressure (Martin et al., 2013) , and non-diameter shape based criteria (Lee et al., 2013; Raut et al., 2013a; Shum et al., 2011) . In fact, for abdominal aortic aneurysms, the peak wall stress was shown to estimate patient risk with a higher accuracy, sensitivity, and specificity than the diameter criterion alone (Fillinger et al., 2003) . However to the authors' knowledge there have been no studies comparing the efficacy of biomechanical criteria and the diameter criterion for ATAAs.
The objective of this study is to demonstrate a methodology where the wall stress distributions and retrospective rupture indices for several ATAAs are generated on a patient specific basis. The study includes five patients who underwent elective surgery to have their ATAAs removed. To develop accurate models of the wall stress distribution and estimates of rupture risk the: (1) patient specific geometry, (2) patient specific material properties, (3) patient specific rupture stresses, and (4) physiological forces acting on the aneurysm wall must be known. In this study, we used bulge inflation tests to characterize the material properties and rupture stresses of the human ATAAs (Davis et al., 2015; Marra et al., 2006; Romo et al., 2014 ). These mechanical properties were then implemented in a finite element code to find each patient's wall stress distribution. From the wall stress distributions, each patient's rupture risk at the time of surgical intervention was estimated retrospectively. Two biomechanical criteria, the rupture risk index and the overpressure index, were compared to the clinical criterion of maximum aneurysm diameter to evaluate the efficacy of the biomechanical criteria.
Experimental Study

Donor Tissue Collection
ATAA specimens and pre-operative ECG-gated dynamic CT scans were obtained from five patients undergoing elective surgery for ATAA repair at the University Hospital Center of St. Etienne (CHU) between December 2012 and March 2013. Patient records were reviewed to obtain demographic data, medical history, and blood pressure information. The relevant demographic information and medical history for each of the five patients is listed in Table 1 . The specimens were stored in saline solution at 4°C until mechanical testing occurred. Immediately before testing, the thickness of each ATAA was measured at 5 locations using calipers; the average thickness for each patient is reported in Table 1. The provided CT scans were later used to reconstruct the patient specific geometries in the finite element model (Sec. 3.1). The Institutional Review Board of CHU approved the use of human tissue and all data collection in this study.
Mechanical Testing
All mechanical testing was performed within 72 hours of the surgical intervention. The tissue sections were dissected and tested according to our previously published protocol (Romo et al., 2014) . Briefly, a 45 mm square sample was cut from the greater curvature of each ATAA specimen and clamped in a bulge inflation device. During the bulge inflation test, water at a constant rate was injected by pushing a piston pump at 15 mm/min until the tissue ruptured (Figure 1) . Simultaneously, the pressure was measured using a digital manometer (WIKA, DG-10) and images were recorded using a commercial stereo-digital image correlation (DIC) system (GOM, 5M LT). The collected images were analyzed using ARAMIS (GOM, v. 6. 2.0) to measure the three dimensional displacement of the tissue surface.
From the displacement data, the Green-Lagrange strain was computed. The Cauchy stress was found using the inverse membrane approach (Romo et al., 2014) . The biaxial failure stress for each ATAA was determined from the stress-strain data. Table 2 lists the mean value of the maximum principal stress for each patient and the number of specimens that were ruptured.
Patient Specific Material Properties
To aid in the selection of an appropriate material model, co-axiality tests were run on the stress-strain data. For an isotropic material the Cauchy-Green tensor, C, and the second Piola-Kirchhoff stress, S, must be coaxial. This requires: e = SC -CS =0 (Zhao et al., 2009 ). Due to the measurement errors, e will not be exactly zero even if the material is truly isotropic. To measure the degree of co-axiality, the following relationship was used ( 1) where values of near zero indicate the stress and strain are nearly coaxial. The map of the coaxiality indicator for each patient can be found in the Appendix (Fig. S1 ) and the mean value of the co-axiality indicator for each patient is presented in Table 2 .
Constitutive model
The Demiray constitutive model (Demiray, 1972) was chosen to describe the elastic response of the ATAA :
where the deformation gradient, F = 1 3 ⁄ I F, has been decomposed into its dilatational and isochoric parts and ̅ = F ̅ T F ̅ is the modified right Cauchy-Green tensor. The strain energy depends on the local volume ratio, = det(F), and 1 = tr C. In Eq. (2), the parameter D 1 has units of stress, D 2 is a dimensionless strain stiffening parameter, and  is the compressibility modulus. According to Eq. (2), the initial stiffness of the tissue is E 0 = 2D 1 D 2 . The second Piola-Kirchhoff stress is then given by:
. (4) where is the fourth order identity tensor.
The value of the model parameter  was set to 1 GPa to approximate the nearly incompressible response of the ATAA (Carew et al., 1968; Riveros et al., 2013) . Minimizing the sum of the squares difference between the experimental stresses and those calculated using Eq. (4), the values of the two remaining parameters, D 1 and D 2 , were identified. The nonlinear minimization was solved in MATLAB (Mathworks, v. 7.14) where the model parameters were constrained to be positive. One should note that the stress-strain reconstruction method that was used identifies the stress and strain locally at 1203 subdomains (Romo et al., 2014) . The co-axiality criterion is used to determine the subdomains where the principal directions of the Cauchy stress tensor (principal stresses σ 1 and σ 2 )
are aligned with the principal directions of the right Cauchy-Green tensor (principal stretches λ 1 and λ 2 ). For those points, the Demiray model is used to predict locally the values of σ 1 and σ 2 from λ I and λ II and then the experimental values of σ I and σ II are compared to their predictions σ I and σ II obtained with the Demiray model. When the model and prediction were not in agreement (R 2 < 0.8) the subdomain was discarded. The stress-strain curves in the remaining subdomains where the value of was less than 0.1 (Fig. S1 ) were used to identify the average material parameters. In general, these requirements led the boundary of the specimens to be excluded from the parameter identification. The mean values of the material parameters are presented in Table 2 .
Computational Study
Image Acquisition and 3D Reconstruction
For each patient, ECG-gated dynamic CT scans were processed to reconstruct the aneurysm geometry in diastole and systole. CHU provided CT DICOM images of ten phases during the cardiac cycle and then the aneurysm was isolated from the remainder of the aorta (Figure 2d ). Since the thickness of the ATAA could not be discerned from the CT images, the thickness of the aneurysm was assumed to be constant and equal to the value measured ex vivo for each patient (Table 1) . To identify the diastolic and systolic phases, the luminal volume for each phase was calculated ( Figure 6 ). Systole was defined as the phase with the largest volume and diastole as the phase with the smallest volume ( Figure 2e ). The diastolic surface was exported to create the finite element model. 
Zero-Pressure Geometry
The patient specific geometries for the ATAA model were generated from medical images where the aneurysm was under pressure. To accurately determine the wall stress distribution in the finite element model, the zero-pressure geometry must be identified. In this study, the zero-pressure geometry is also taken as the zero-stress configuration; any residual stresses that may exist in zeropressure configuration are ignored. A diastolic pressure of 80 mmHg (10.67 kPa) was used for all five patients. Starting from the pressurized diastolic geometry, the zero-pressure geometry was calculated using the pull-back algorithm developed by Riveros et al. (Riveros et al., 2013) . The zero pressure geometries identified for each patient have been included in the Appendix (Fig. S2 ).
Numerical Simulation & Data Analysis
ABAQUS was used to analyze the deformation and stress distributions in the ATAA models. To evaluate the behavior of the ATAA as the blood pressure increases, luminal pressures of 15, 30, 45, and 60 kPa (120 ̶ 450 mmHg) were applied to each ATAA. Note that the pressure varies from 1 to 3 times physiological pressure. The shear stress induced by blood flow was not considered in this analysis as previous studies have found that these stresses have a negligible effect on the overall stress analysis (Peattie et al., 2004 (Peattie et al., , 1996 Vorp, 2007) . The zero-pressure geometry found for each patient was used as the initial configuration. The patient specific material parameters found in the experimental study (Table 2) were implemented in ABAQUS using the user subroutine UHYPER. At the inlet and outlet of the aneurysm only radial displacement was permitted.
Once the stress analysis was complete the biomechanical rupture risk indicators for each patient were determined. The rupture risk index was calculated by dividing the peak wall stress from the pressure simulation at systolic blood pressure by the experimentally measured rupture stress (Table 2 ). An overpressure index was also found by dividing the patient's normal systolic pressure by the luminal pressure necessary to reach the rupture stress. For both indices as the value of the index approaches 1 the risk of rupture increases. The maximum diameter criterion was normalized by the cut-off value of 55 mm to provide a diameter index that ranges between approximately 0 and 1. Linear correlations between the different rupture risk indicators were quantified using Pearson's linear correlation coefficient, .
Results
Comparison between FEM and CT Systolic Volume
To assess the accuracy of the computational model, the systolic volume measured from the CT images (Table S1 ). The volume change of the arterial lumen between diastole and systole is directly influenced by the mechanical properties of the arterial wall and the pressure change. The good agreement between the FEM and CT values for the volume change between diastole and systole suggests that the material properties reported in Table 2 are a reasonable approximation of the in vivo arterial compliance for each patient.
Patient Specific Stress Analysis
For all of the patients, the principal stress distributions for an applied luminal pressure of 15 kPa are shown in Figure 4 . Artificial stress concentrations occur at the inlet and outlet of the aneurysm due to the constraints at the boundary so the five outermost rings of elements near the aneurysm inlet and outlet have been removed. In Figure 4 , only the central region of the aneurysm is shown. The peak wall stress for Patients 1-5 were 783, 652, 438, 601, and 412 kPa, respectively, after neglecting the boundary effects. The maximum principal stress was located on the inner curvature of the aneurysm for every patient. For Patients 1, 3, and 4 multiple regions of high stress concentrations are visible on the inner curvature. The stress maps of the principal stress at the other simulated pressures (30, 45, and 60 kPa) were similar and can be found in the Appendix (Figs. S4-S7 ).
The peak wall stresses identified for each of the patients was loosely correlated with the maximum diameter of the aneurysm as shown in Fig. 4f ( = 0.53). As the diameter of the aneurysm increased, the peak wall stress also increased. However, Patient 2 had the largest aneurysm (d max =55 mm) ( The difference in peak wall stress between Patients 1 and 4 shows the impact of the local geometry and patient specific material properties on the wall stress.
Although the peak wall stress appears to be correlated with the diameter, the retrospective rupture indices were not ( RuptureRisk = Overpressure − 0.29). Two factors led to this change: taking into account the hypertension of Patient 5 and the use of each patient's true rupture stress (Table 2 ). In fact, for our data set, the smallest aneurysm (Patient 5) had the highest rupture risk. In Figure 5 , the rupture index for Patient 5 was calculated twice. The first, labeled 5, takes into account the actual systolic blood pressure (174 mmHg) of the patient. The second, labeled 5b, assumes that Patient 5 has a normal systolic blood pressure of 120 mmHg. Hypertension is a well-known risk factor for aneurysm rupture and, as expected, assuming a normal blood pressure for a hypertensive patient severely underestimates his rupture risk. Also of note, the rupture risk index and overpressure were highly correlated ( = 0.999) indicating that the indices are not independent.
Discussion
In this study, a methodology to perform patient specific stress analysis and retrospective rupture risk analysis on the ATAA was presented. Using patient specific material parameters, rupture stresses, and geometries, the wall stress distribution for five patients undergoing elective repair of their ATAA was computed. The wall stress distribution in the ATAA was complex and the peak wall stress was between 28% and 94% of the ATAA's failure strength. For all of the aneurysms, the peak wall stress was located in the inner curvature. Similar to the results reported for abdominal aortic aneurysms (AAA), the peak wall stress was loosely correlated with maximum aneurysm diameter (Fillinger et al., 2003; Truijers et al., 2007) . However, for the ATAA the biomechanical indices were not correlated with the maximum diameter ( = −0.30) indicating that a more robust set of criteria is needed.
In the experimental study, we used bulge inflation tests to characterize the material properties. Bulge inflation tests were selected because they induce a biaxial state of stress and can be used to identify the biaxial rupture stress. Furthermore, the use of biaxial testing has been shown to better reveal the nonlinear mechanical response of aneurysms (Vande Geest et al., 2006b ). Unfortunately, we had three samples that ruptured at the border of the test device. For these samples (Patients 4 and 5) the rupture stress reported in Table 2 likely underestimates the true rupture stress of the aneurysm. These samples were included in the study because the border rupture does not influence the identification of the elastic material properties. The rupture stress for Patient 4 of 2.33 MPa was significantly higher than for any of the other patients. Due to the sample's high strength, Patient 4 had a very lower rupture risk of 0.28 even though his peak wall stress was relatively high (656 kPa). This is a significant case which strongly contradicts the diameter criterion and the rupture risk would only be lowered by identifying the true rupture stress. Patient 5 was included in the study to provide an example of the importance of using patient specific blood pressures. The knowledge that Patient 5 suffered from hypertension significantly changed the results (Fig. 5) . It is true that the uncertainty about their true rupture stress does make Patient 5's rupture risk more difficult to ascertain but, it does not alter conclusion that rupture risk estimates must consider the patient specific blood pressure for hypertensive patients.
The methodology to estimate the wall stress and retrospective rupture risk hinges on the quality of the experimental data used to run the finite element simulations. The patient specific geometry, material properties, and boundary conditions for the finite element model must be known with sufficient accuracy to calculate the rupture risk indicators. While each of these factors plays a role in precision of the wall stress calculation, it is generally accepted that an accurate geometry is the most important.
Other investigators have performed sensitivity studies to evaluate the effect of assuming constant thickness (Raut et al., 2013b; Shang et al., 2013) , different degrees of material nonlinearity (Polzer et al., 2013; Reeps et al., 2010) , patient specific material properties (Doyle et al., 2013; Polzer et al., 2013) . By far the use of patient specific material properties along with the use of a nonlinear material model has the greatest impact changing the peak wall stress by 70-170%. The implementation of a non-uniform thickness however only effects the peak wall stress by approximately 20% (Raut et al., 2013b) . would involve: assigning a set of material properties to the ATAA, identifying the zero pressure geometry, and then inflating the ATAA to systolic pressure. Using the geometric similarity function, the agreement between the systolic geometry computed with the finite element method would be compared with the systolic geometry obtained from the dynamic CT images. Based on the value of the geometric similarity function, the material properties would be updated until the geometry predicted by the (FE) simulation matched the systolic geometry in the CT images. This finding is particularly significant because it implies that the material parameters could be estimated on a patient specific basis using an already established clinical imaging technique.
There are several limitations to this study. The wall thickness, mechanical properties, and failure strength of the aneurysm were considered uniform. The regional variation in the wall thickness could not be identified from the dynamic CT scan and the use of a constant thickness may cause the wall stress to be underestimated. Experimental measurements indicate that the outer curvature of the ATAA is thinner than the inner curvature (Duprey et al., 2010) and that local variations in the thickness do occur (Choudhury et al., 2009; Iliopoulos et al., 2009a Iliopoulos et al., , 2009b . If there are regions where the wall is locally thin, the location of peak wall stress may have been incorrectly identified in our simulation. In addition, investigators have shown that the material properties in the ATAA are heterogeneous (Choudhury et al., 2009; Davis et al., 2015; Duprey et al., 2010; Iliopoulos et al., 2009a Iliopoulos et al., , 2009b Romo et al., 2014) . Large changes in the wall stiffness would significantly affect the wall stress calculations. Recent studies also indicate that the failure strength of the aneurysm varies with location (Iliopoulos et al., 2009a (Iliopoulos et al., , 2009b , meaning that the location of maximum stress may not be the location of rupture (Romo et al., 2014) . It remains unclear if our ability to account for the heterogeneous nature of the ATAA significantly hampers our ability to develop accurate rupture risk assessments. Additional computational and experimental studies are needed to quantify the impact of heterogeneity on the wall stress predictions.
In addition, our sample size was too small (n = 5) to do meaningful statistics and a more robust population study is necessary to confirm our observations. The larger study will include asymptomatic patients under surveillance, patients undergoing elective surgery, and patients that have experienced rupture or dissection. By including patients at different stages of aneurysm growth it will be possible to determine if peak wall stress, the rupture risk index, or maximum diameter can meaningfully differentiate between the groups. Finally, for two of the five patients (Patients 2 and 3)
we did not have access to patient specific intraluminal blood pressure and used instead mean diastolic and systolic arterial pressures of 80 mmHg (10.6 kPa) and 120 mmHg (16 kPa). Since the patients
were not hypertensive, we expect that this was a reasonable approximation of the blood pressure.
Conclusion
In this work, we developed and applied a novel methodology for identification of patient specific wall stress distributions and retrospective rupture risk analysis. Using patient specific geometries, material properties, and wall strengths, we estimated the risk of rupture for five patients on the day of their surgical intervention. To translate these predictions to the clinical setting, we plan to improve the methodology by obtaining patient specific mechanical properties non-invasively from ECG-gated dynamic CT images combined with 4D MRI (Weigang et al., 2008) . Finite element models generated using patient specific geometries and mechanical properties will eventually provide acceptable predictions of the wall stress distribution in the ATAA. To provide truly reliable estimates of rupture risk, these stress predictions must also be combined with a non-invasive method to estimate wall strength. To accomplish this, we plan to collect data on the rupture properties of more than 100
ATAA samples. The mechanical data will be combined with demographic data to form a rupture stress estimate similar to the model developed by Vande Geest and colleagues (Vande Geest et al., 2006a) . 
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